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Value of User LC-MS/MS Libraries in NIST26

• Usually smaller than public or commercial libraries 
• Often contain unique, highly relevant compounds not found elsewhere 
• May include: 

• Proprietary products 
• Metabolites 
• Intermediates 
• Impurities and degradation products 
• Biomarkers 

• Can provide important identifications in: 
• Industry 
• R&D 
• Pharmaceutical and medical labs 
• Environmental and other specialized fields 

Library size is not the same as library value — a small, highly relevant user library may 
contain exactly the compounds that matter most to that laboratory.



Steps for Library Entry

➢ Spectra from Vendor Software “Send to Lib Search” approach using proper Spectrum Import Options
➢ Or, Spectra as from Chromatogram Tab sent to Lib Search Tab in NIST26
➢ Structures from Drawing Program via windows clipboard
➢ Standard parameters in notepad document
➢ Sample history in notepad
➢ Can use tags if desirable



Table of User LC-MS/MS 
Tags in NIST26



Inserting Values of Tags with Library Entry Manually

➢ “Edit Spectrum” in “Librarian” Tab
➢ Select “Additional Info”
➢ Enter in information one at a time



Inserting Values of Tags with Library Entry as a Group

➢ Can paste them into the synonym 
field as a group, then “Add to List” 
to insert them into table

➢ Enter ones NOT imported from 
Vendor Software

➢ For mine from Agilent MassHunter, 
see to the right

➢ If you add ones already there will 
get duplicate

➢ Can keep a list of different ones in 
Notepad, then copy and paste, see 
typical example list to right

➢ Example in video, only needed ion 
adduct and polarity, all rest supplied 
by MassHunter export to NIST

$:03[M+H]+

$:11P

$:07Thermo Exploris 120

$:0515,30,45,60,75

$:03[M-H]-

$:11N

$:07Thermo Exploris 120

$:0515,30,45,60,75

$:03[M+H]+

$:11P

$:07Thermo Exploris 120

$:0515,30,45,60,75

$:03[M+NH4]+

$:11P

$:07Thermo Exploris 120

$:0515,30,45,60,75

$:03[M+Na]+

$:11P



Inserting Comments

➢ When doing groups of samples, easier to paste in information for multiple spectra entry
➢ Create the comment in Notepad
➢ Copy and paste to Comment Field

Sampling Point 333, wastewater interceptor sewer, Sampled 13:00, 1/5/2026, James 
Little, Eastman Chemical, Environmental Group, Sample X-15325-67-3



Drawing Program

➢ Draw from scratch in drawing program
➢ If possible, find one similar in NIST Search program and right click on entry and “Send to Default 

Structure Editor”
➢ Can edit to make necessary changes
➢ After completed, circle structure of interest in drawing program
➢ Copy into Windows clipboard
➢ Return to “Edit Spectrum” in Librarian Window
➢ Select “From Clipboard”
➢ Calculate MW and MF using “From Clipboard” button
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Creating a User Library:  Using Windows Notepad and Tags

1) Tip:  If adding the same comment many times to different spectra, create in Windows 

Notepad and paste into Spectrum Information Window using Ctrl V on keyboard

2) My Tags below are chemist, lab_notebook_no., and Analyst

3) When ultimately displayed, they will show up as separate line items and are removed 

from the Comments display

1

Note:  Notice format of tag, tag name 

with no spaces followed by = and tag 

information in “”
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Creating a User Library:  Comment Field Display with User Tags

1) LMB on Options, Comment Field Display

2) Add the user defined Tags Chemist, Lab_notebook_no., and Analyst to Display comment field 

options window

3) LMB OK to accept values

1

2

3
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Creating a User Library:  Comment Field Display Showing User Tags

1) User library comments without Tags

2) User library comments with Tags

3) The InChIKey and Estimated retention index automatically added by NIST program

1

2



Low Resolution Libraries

➢ Previous slides describe creating a high-resolution library
➢ Low-resolution libraries can also be very useful
➢ Examples would be spectra from in-source collision from a single quadrupole
➢ MS/MS spectra from a triple quadrupole, etc.
➢ Best to keep a separate user libraries of low-resolution and high-resolution spectra
➢ Video/Handout Available on searching low resolution libraries and low-resolution spectra
➢ See link
➢ Low-resolution spectra yield very good search results

https://mzinterpretation.com/2026/04/v4-0_of_nist_msms-copy/
https://mzinterpretation.com/2026/04/v4-0_of_nist_msms-copy/


Software Bug:  Intensity Threshold Bug in Spectrum Import Options Window

➢ When any Intensity Threshold is used, the imported spectra from Vendor’s Software are nominal
➢ Should be top spectrum with 4 digits to right of decimal
➢ Instead, nominal as shown on bottom spectrum



Software Bug:  Identity MS/MS No Precursor and Similarity Hybrid MS/MS 

➢ After adding high-resolution spectra, the HiRes NoPrecursor and Similarity Hybrid MS/MS Searches do 
not work

➢ This can be fixed by exporting in Lib2NIST to msp files ASCII files with associated mol structure files
➢ Then importing back with Lib2NIST in NIST library format
➢ Do not attempt to run the MS/MS Hybrid Search, it does not work and will crash the program giving 0005 

error code
➢ The EI Normal mimics the results of HiRes No Precursor and does work after initial addition and works 

very well when both high-resolution and low-resolutions libraries selected together
➢ The HiRes NoPrecursor will work with presearch turned off, but the search time is VERY long



Software Bug:  Chromatogram Window Software

➢ The values used in the Spectrum Import Options “echoed” in the Chromatogram Tab
➢ Normally these values are shown to 4 significant figures to right of decimal
➢ When set as zero to import low-resolution spectra, truncated to values selected
➢ DOES NOT affect the results in accurate mass deconvolution/library searching table!
➢ Just the “head-to-head” display at top of Chromatogram Tab 



Check to See If Libraries Present and Limitations

➢ After creating low-resolution and high-resolution libraries, checked for proper searching
➢ Demonstrated in video which library searches worked
➢ Others that did not, needed “patching” with Lib2NIST utility
➢ Lib2NIST utility described in detail in video



Updates by User in Lib Search Window

➢ Every time a new entry is added with a structure
➢ Structure index must be updated to include proper search by structure of the library
➢ The InChIKey seems to be updated with structure
➢ If problems occur with duplicated entries not being removed, ReIndex the InChIKey for 

the library with new spectrum added
➢ The Update List of Libraries used when user add a library folder to c:/NIST26/MSSearch 

Folder while NIST program open



Lib2NIST NIST Utility

➢ Fixes problems with HiRes NoPrecursor and Hybrid Search in user library
➢ Only needed for your high-resolution libraries
➢ Best to close NIST Search software during these Lib2NIST conversions
➢ Exports library of interest with problems to e.g. hr_jl.msp with mol files in folder hr_jl.mol
➢ Then import back into NIST formatted library hr_jl
➢ Put fixed library in the C: NIST26/MSSearch folder where hr_jl is located
➢ Might want to change name of original to hr_jl_old until check if the new hr_jl is working
➢ If you already had NIST libraries on your system
➢ Software will ask you to point to them
➢ If so, need to know that location for specifying locations in Lib2NIST
➢ The location of libraries is found in nistms.INI found in C: NIST26/MSSearch folder
➢ It is an ASCII file and the location of the library can be changed by user
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